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Abstract Impedance microﬂuidic cytometry is a non-
invasive, label-free technology that can characterize the
dielectric properties of single particles (beads/cells) at high
speed. In this paper we show how digital signal processing
methods are applied to the impedance signals for noise
removal and signal recovery in an impedance microﬂuidic
cytometry. Two methods are used; correlation to identify
typical signals from a particle and for a noisier environ-
ment, an adaptive ﬁlter is used to remove noise. The
beneﬁts of adaptive ﬁltering are demonstrated quantita-
tively from the correlation coefﬁcient and signal-to-noise
ratio. Finally, the adaptive ﬁltering method is compared to
the Savitzky–Golay ﬁltering method.
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1 Introduction
Single cell analysis requires precise manipulation and
characterization to be performed in micro scale devices
using Lab-on-a-Chip (LOC) technology. Dielectric or
impedance spectroscopy has been used to discriminate
cells on the basis of size and dielectric properties. Char-
acterization of the dielectric properties of particles can be
performed in two ways, using AC electrokinetic techniques
(Morgan and Green 2003) or electrical impedance methods
(Morgan et al. 2007). Impedance spectroscopy has been
implemented on a microﬂuidic chip, providing a high speed
method of characterising the dielectric properties of dif-
ferent micron-sized particles.
The ﬁrst cytometer capable of measuring the electrical
properties of a single particle was developed by Coulter
(1956). The device measured the DC resistance (or low
frequency impedance) between two electrically isolated
ﬂuid-ﬁlled chambers as particles passed through a small
connecting oriﬁce. For a ﬁxed sized oriﬁce, the change in
electrical current is used to count and size the cells. Single
particle impedance measurement can be categorized as
stationary or dynamic (ﬂow-cytometry) measurements.
Recently, Cho et al. (2006) fabricated twin microcantilever
arrays in microchannels for measuring the impedance of
normal and abnormal red blood cells. Malleo et al. (2007)
developed a microﬂuidic chip to hydrodynamically capture
single cells and analyse the kinetics of cell response to
Streptolysin-O. Jang and Wang (2007) fabricated a poly-
dimethylsiloxane (PDMS) channel with pillars to capture a
single cell and measured the impedance. Wang et al. (2008)
used a metal oxide semiconductor ﬁeld effect transistor
(MOSFET) to detect the resistive pulse induced by CD4+
T-lymphocytes in a PDMS channel.
In a miniaturized ﬂow-cytometry, particles ﬂow through
a microﬂuidic channel in which microelectrodes are inte-
grated. Ayliffe et al. (1999) developed a micro-impedance
measurement device with integrated electrodes to measure
the impedance of femtoliter quantities of ionic solutions
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impedance micro-cytometers capable of measuring hun-
dreds of individual cells were developed (Gawad et al.
2001, 2004; Cheung et al. 2005; Holmes et al. 2005;
Morgan et al. 2006, 2007; Sun et al. 2007a). An example of
a cytometer is shown in Fig. 1. Microelectrodes are pat-
terned on top and bottom glass substrates. The size of the
electrodes is typically 20–40 lm providing optimal sensi-
tivity (Sun et al. 2007a). The microﬂuidic channel is made
from a thick resist, giving a typical channel width and
height of 20 lm. Two pairs of electrodes are used to deﬁne
the impedance measurement area, enabling a differential
impedance measurement to be performed. As particles ﬂow
through the electrodes, the differential signal gives one
positive and one negative peak (Fig. 1). Impedance infor-
mation is extracted from the peaks of this bipolar signal.
The velocity of the particle is determined from the time
difference between the two peaks (ms).
In almost all microﬂuidic-based single cell analysis
systems, effort has centred on fabricating novel designs of
micro-device and developing new detection techniques, but
there has been little attempt at developing ways of
extracting meaningful data from the often noisy signals
using signal processing. In this paper, we apply two dif-
ferent digital signal processing methods to single particle
impedance signals obtained using a microﬂuidic cytometer
(Fig. 1), and demonstrate the beneﬁts for particle analysis.
2 Micro-impedance measurement system
Two different measurement systems have been developed,
a discrete frequency system, and a time domain analysis
method called maximum length sequence (MLS) analysis.
2.1 AC discrete frequency system
A schematic diagram of the discrete frequency system is
shown in Fig. 2a. Two AC excitation signals (low and high
frequency) are mixed and simultaneously applied to the
one pair of electrodes (in Fig. 2a). The current from the
detection and reference volumes is measured using a dif-
ferential ampliﬁer. The signal is demodulated with a lock-
in ampliﬁer giving the in-phase and out-of phase signals for
each frequency. Data acquisition and analysis is performed
using a PC. Full details of this system have been reported
previously (Gawad et al. 2001, 2004; Cheung et al. 2005;
Holmes et al. 2005; Morgan et al. 2006, 2007).
This method gives good signal-to-noise ratio (SNR),
because the energy in the excitation signal (mixed) is
concentrated at the discrete frequencies and the lock-in
ampliﬁers rejects all other noise sources. The major
drawback is that the number of measured frequencies is
restricted because each frequency requires a lock-in
ampliﬁer for signal demodulation. An analog application-
speciﬁc integrated circuit (ASIC) can be used to
Fig. 1 Diagram showing the
design of a typical impedance
micro-cytometer used for single
cell analysis. Two pairs of
parallel (facing) electrodes are
used to perform a differential
impedance measurement. A cell
ﬂows through the measurement
area producing a double peak
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123simultaneously measure up to eight frequencies at the price
of complicated mixed-signal hardware instrumentation,
Fuller et al. (2000).
2.2 Maximum length sequence system
In order to overcome the limitations of the AC discrete
frequency system, we developed a multi-frequency
impedance measurement system using maximum length
sequences (MLS), Fig. 2b (Gawad et al. 2007; Sun et al.
2007b, c). MLS is a pseudo-random binary sequence
(PRBS) and has a white-noise-like power density spectrum.
The energy in the MLS is spread over a broad-band,
enabling multi-frequency measurements to be made in one
excitation period (ms) of MLS.
A digital MLS is generated in software and converted
into an analog bipolar signal by D/A conversion. The
analog MLS is applied to the cytometer and the differential
signal measured by the same detection circuit. After A/D
conversion, the analog system response is digitized and a
Fast M-sequence Transform (FMT) algorithm used to
obtain the impulse response of the system in the discrete
time domain, followed by a Fast Fourier Transform to give
the transfer-function in the frequency domain. The system
has been used to measure the impedance spectrum latex
beads and red blood cells (Sun et al. 2007b, c). With a tenth
order MLS (2
10 - 1 = 1,023 elements in one sequence)
and a 1 MHz A/D sampling rate, the impedance spectrum
for a single cell can be measured within 1 ms, with 512
discrete frequencies evenly distributed from 976.56 Hz to
500 kHz. However, a drawback of this method is a
decrease in the SNR.
3 Digital signal processing methods
Two digital signal processing methods were used to analyse
and ﬁlter the data: cross-correlation and adaptive ﬁltering.
3.1 Correlation method
In signal processing, correlation measures the similarity of
two signals. It is generally used to identify an unknown
signal by comparing it with a known template function.
The correlation between the two signals varies from 0 to 1
and provides a quantitatively measure of their similarity. If
two signals are completely independent (no relationship),
the Correlation Coefﬁcient (CC) has a value of 0. If two
signals are identical the correlation is 1.
The impedance signal from a ﬂowing particle has a
bipolar proﬁle (Fig. 1). Correlation of this signal was
performed using a template function consisting of two
Gaussian functions, Fig. 3. Two point-spread Gaussian
functions are positioned symmetrically around t0, separated
by a time td, with width r and amplitude scaling parameter
A. The template function is therefore f(t):
fðtÞ¼A eg1ðtÞ   eg2ðtÞ
hi
ð1Þ
Fig. 2 Schematic diagrams for
two different single cell
impedance analysis systems. a
AC discrete frequency system;
measures impedance at single
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where E is the expect value operator. The two variables X
and Y correspond to the measured data stream and the
sample stream from the template function, respectively.
3.2 Adaptive ﬁltering method
The principles and applications of adaptive noise cancel-
ling have been thoroughly addressed by Widrow et al.
(1975). Adaptive digital ﬁlters have been widely used for
background noise suppression and baseline correction in
biomedical electronics. In electrocardiogram (ECG)
recording, adaptive ﬁltering has been used to remove
power-line interference (50 or 60 Hz) using a reference
signal taken from the mains power supply (Widrow et al.
1975). Thakor and Zhu (1991) developed specialized ﬁlter
structures for cancelling noise from various sources and the
detection of arrhythmia in the ECG analysis. Narasimhan
and Dutt (1996) used low pass ﬁltering, followed by an
adaptive predictive ﬁlter to cancel muscle artefacts in
electroencephalograph (EEG) analysis. Pinto et al. (2002)
developed a blood pressure monitoring system that used an
adaptive interference canceller to remove noise and
vibration from the measurement. Papezova (2003) used an
adaptive digital ﬁlter to decrease the noise interference
level in impedance changes in tissue due to blood ﬂow.
More recently, Sakuta et al. (2006) combined an adaptive
ﬁlter and wavelet transform to remove noise from a mag-
netic signal measured by a superconducting quantum
interference device.
In the above applications, a reference signal is recorded
simultaneously with the primary signal from the object
under test. The reference signal correlates with the noise in
the primary signal and after adaptive ﬁltering subtracted
from the primary signal to give the noise-free output.
However, in the single cell impedance measurement sys-
tem, both pairs of electrodes are used for a differential
measurement and a reference signal is not available.
Widrow et al. (1975) proposed using a ﬁxed delay in the
raw data stream to serve as a reference signal, to extract a
periodic signal from broad-band noise. This type of
application is named an Adaptive Line Enhancer (ALE).
Later Zeidler et al. (1978) analysed the steady-state
behaviour of the ALE for stationary inputs consisting of
multiple sinusoids buried in white noise. Treichler (1979)
used an eigenvalue–eigenvector technique to quantify the
convergence time and characteristics of the ALE. In our
applications at least mean squared (LMS)-based ALE is
used to remove background noise in the measurements and
tested using the MLS data.
Figure 4 shows the structure of a LMS-based ALE
(Widrow et al. 1975; Zeidler et al. 1978; Treichler 1979).
The unﬁltered signal (raw measurement data stream) con-
sists of the narrow-band signals of interest (positive–
negative peaks) together with broad-band noise, and is the
primary channel of the ALE. The reference channel of the
ALE is the delayed data stream of the unﬁltered signal.
Because of this delay, the broad-band component (noise) in
the reference channel is de-correlated from the noise in the
primary channel. When the output y of the ALE, is sub-
tracted from the signal in the primary channel d, the
adaptive ﬁlter seeks to minimize the power of the feedback
error, e, by recursively adjusting the weighting coefﬁcients,
W(i,j) (1 B i B L). The LMS algorithm for updating the
weighting coefﬁcients is:
Wði;jþ1Þ ¼ Wði;jÞ þ 2gexðL iþ1;jÞ ð3Þ
where L is the order of the adaptive ﬁlter (number of
weighting coefﬁcients). W(i,j) is a certain weighting coef-
ﬁcient at the time moment, j. W(i,j+1) is the corresponding
weighting coefﬁcient at the time moment, (j + 1). x(L-i+1,j)
is the delayed sample corresponding to the weighting
coefﬁcient W(i,j) at the time moment, j (see Fig. 4).
The convergence parameter, g can be evaluated
(Semmlow 2004):
Fig. 3 A simulated trace of a differential impedance signal for a
single particle, produced by a template ﬁtting function, consisting of
two Gaussian functions. There are four ﬁtting parameters in this
template function: central time moment, t0; transit time, td; peak width






where a is convergence gain and Psignal is the power of the
unﬁltered signal, which can be approximated by:
Psignal ¼
1




where x(n) is one data point in the signal stream and N is
the number of data points.
A sufﬁciently large value of delay should be chosen in
order to completely de-correlate the noise between the
primary and reference channel so that the narrow-band
signal is optimized at the output of ALE and the broad-
band noise is removed.
4 Results and discussions
4.1 Materials and methods
To demonstrate the correlation and ﬁltering methods,
impedance measurements were performed with the discrete
frequency and the MLS system using polystyrene beads.
Beads of 5.49 and 7.18 lm diameter (Bangs Laboratories
Inc., USA) were suspended in the phosphate buffered sal-
ine (PBS) solution (conductivity 1.6 Sm
-1). For the MLS
measurement, tenth order of MLS was used and the A/D
sampling rate is 1 MHz. The correlation and the LMS-
based ALE algorithms are implemented in Matlab
TM
(Mathworks Inc., USA).
4.2 Correlation for particle identiﬁcation
The differential signal is made up of an in-phase (real) and
out-of-phase (imaginary) component, exhibiting similar
patterns (positive–negative peaks). Signal processing was
applied to both signals, but in this paper we only show the
in-phase (real) component. Figure 5 shows a differential
signal for a 5.49 lm bead and a 7.18 lm bead in the
continuous time course, measured at a frequency of
507 kHz using the AC discrete frequency system. Also
shown is the ﬁtting template function used for each bead.
The ﬁtting template is set within a 60 ms time window.
The values of the ﬁtting parameters that give the best ﬁts
for the two beads are shown in Fig. 5, with CC = 0.9765
Fig. 4 Diagram showing the
structure of the adaptive line
enhancer (ALE) ﬁlter, which
operates using the least mean
square (LMS) algorithm
Fig. 5 Plot showing the
correlation between the in-phase
component of the measured
impedance signal for two
different sized beads. The signal
is measured using the AC
mixed-frequency system at a
frequency of 507 kHz. The
simulated trace (solid line) is the
Gaussian ﬁtting template. The
correlation coefﬁcient in this
case is high, CC[0.95
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123and CC = 0.9851 for the 5.49 and 7.18 lm bead, respec-
tively. The velocity of the bead is determined from the
transit time (td = 20 ms), the electrode size (20 lm) and
gap (20 lm), and is 2 mm/s. For automatic particle/cell
counting, the system is set such that only signals with a
correlation coefﬁcient above a threshold (i.e. CC C 0.95)
are recorded.
Correlation can become problematic if the data is very
noisy. Figure 6 shows the real part of the impedance signal
for the same sizes of beads measured at 488.28 kHz using
the MLS system. The trend in the signal is evident but the
noise is much worse. Performing a correlation in a 250 ms
time window gives CCMG = 0.8585 for the 5.49 lm bead
and CCMG = 0.9244 for the 7.18 lm bead. Applying the
same threshold as previous (CC C 0.95) shows that neither
of the events will be recorded. The determination of an
effective threshold value becomes difﬁcult as the power of
the noise increases because the correlation coefﬁcient is
reduced. This is particularly problematic at low frequencies
because the excitation voltage is reduced due to the elec-
trical double layer (Morgan et al. 2007).
4.3 Adaptive ﬁltering for noise reduction
The MLS technique performs multi-frequency measure-
ments in a short time window, but at the expense of
degradation in the SNR because in general, periodic noise
sequences (i.e. MLS) are extremely vulnerable to even
slight time variances (Mu ¨ller and Massarani 2001). The
measurement system consists of cell ﬂowing through a
microchannel at high speed, and is not time-invariant
system (Sun et al. 2007b). This time variance leads to a
distortion in the signal that will appear as random noise
superimposed on the impulse response of the system in the
time domain, polluting the frequency domain data. Unlike
the AC discrete frequency method, the system does not use
lock-in ampliﬁers for noise rejection. The widely used
synchronous averaging method does not improve the SNR
in this case because the impedance spectrum of each cell is
unique, and averaging methods cannot be used. Adaptive
ﬁltering therefore appears to be well suited for efﬁcient
removal of broad-band noise.
To demonstrate this, an adaptive ﬁlter was chosen with
order 256 (L = 256) with a convergence gain empirically
chosen to be 5% (a = 0.05). The reference channel is
obtained by delaying the data stream by 100 samples. The
inﬂuence of the ﬁlter order, convergence gain and delay
length are discussed in the next section.
Applying the LMS-based ALE to the MLS data gives
the results shown in Fig. 6. Comparing the unﬁltered and
ﬁltered data shows effective noise removal. The correlation
coefﬁcient between the adaptive ﬁltered data and the
Gaussian ﬁtting template is 0.9939 (CCAG = 0.9939) for
the 5.49 lm bead and 0.9906 (CCAG = 0.9939) for the
7.18 lm bead. The improvement in the correlation coefﬁ-
cient implies that a high threshold value (CC C 0.95) can
be used even in a noisy measurement.
The effect of adaptive ﬁltering is pronounced at low
frequencies. Figure 7a shows the MLS signal (dashed line)
measured at 39.063 kHz for the same two beads presented
in Fig. 6 (measured at 488.28 kHz). The signal from these
two beads is very noisy, so that it becomes impossible to
use correlation. However, adaptive ﬁltering efﬁciently
recovers the data, solid line Fig. 7a. This data can now be
correlated against the Gaussian ﬁtting templates in the
same time window (250 ms) as used for the high frequency
data (Fig. 6). Apart from the amplitude of the templates,
other ﬁtting parameters are exactly the same as previous,
Fig. 6 Plot showing the real
part of the differential signal for
two different sized beads
measured using MLS, and
plotted for a single frequency of
488.28 kHz. Also shown is the
simulated trace of the Gaussian
ﬁtting template, together with
the adaptive ﬁltered data. The
correlation efﬁcient is improved
after adaptive ﬁltering
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123conﬁrming that the same two beads were measured. For
MLS measurements, the transit time of a particle should be
much longer than the period of a single sequence, reducing
the time variance in the measurement. In this data, the
particle velocity is approximately three times less than in
the AC discrete frequency measurements. Note that at low
frequencies (39.063 kHz), the signal is a positive-negative
peak, while at high frequencies (488.28 kHz), the pattern is
reversed because of the transfer function of the differential
electronic circuitry for signal measurement.
The increase in SNR was calculated from the ratio of the
power between a single bead signal, Pbead, and the back-






Using the 5.49 lm bead (Figs. 6, 7) as an example. Before
adaptive ﬁltering, the SNR is 9.23 dB (at 488.28 kHz);
after ﬁltering, SNR increases to 27.33 dB. At 39.063 kHz,
the SNR is -5.13 dB, indicating that the noise power
exceeds signal from the beads. After ﬁltering, the SNR
increases to 15.45 dB. Therefore adaptive ﬁltering
improves the SNR by approximately 20 dB.
4.4 Savitzky–Golay ﬁltering
The Savitzky–Golay (S–G) method (Savitzky and Golay
1964) is probably the most commonly used method for data
smoothing and differentiation and is widely used in ana-
lytical chemistry. It is a polynomial ﬁlter and calculates the
smoothed value for every point in a data stream, based on a
series of convolution weighting factors. The S–G method
has been used (Sun et al. 2007b, c) to process MLS data,
returning aspectrumthatwasinagreement withACdiscrete
frequency measurements and PSpice circuit simulations.
However, the ﬁltered signal has noise with a pseudo-peri-
odic sinusoidal form (see Fig. 5a, b in Sun et al. 2007c).
The degree of noise reduction and signal enhancement
depends on the order of the polynomial and the length of the
ﬁlter. Figure 8a shows a data stream processed with S–G
ﬁlters of different order and length. The higher order S–G
ﬁlter preserves the peak values but has poor overall noise
reduction; the pseudo-periodic ﬁltered noise is observed. A
longer S–G ﬁlter has better noise reduction, the ﬁltered
noise no longer has a pseudo-periodic, but the peak value of
the signal is reduced. An optimalpolynomial order and ﬁlter
length is difﬁcult to choose. The S–G ﬁlter smoothes the
data by replacing each data point with a local average of the
surrounding data points (Mittermayr et al. 1997). Because it
is not locally adaptive, optimisation requires performing
tests with different combinations of polynomial order and
ﬁlter length on the same data stream (Barak 1995).
In the ALE mode, adaptive ﬁltering has three parameters:
ﬁlter order, convergence gain and delayed samples, one
more parameter than the S–G ﬁlter. However, the method
has better inherent stability than the S–G ﬁlter. As shown in
Fig. 7 a Plot showing the MLS
data for the same two beads as
plotted in Fig. 6, but at
39.063 kHz. At this frequency,
it is extremely difﬁcult to
identify the signal from the
beads in the raw data (dashed
line). However, adaptive
ﬁltering recovers the signal. b, c
The correlation between the





123Fig. 4, the adaptive ﬁlter operates by updating the weight-
ing coefﬁcients depending on the property of the signals in
the primary and reference channels. The LMS algorithm
uses a recursive gradient method known as the steepest-
descent method (Semmlow 2004) to ﬁnd the weighting
coefﬁcients that produce minimum sum of squared error.
ALE is also regarded as a self-tuning narrowband ﬁlter.
Figure 8b shows how the ﬁltered signal varies with choice
of ﬁlter order, convergence gain and number of delayed
samples (enlarged to show the small differences). The
determination of the setting parameters of the adaptive ﬁl-
tering has a wider freedom than for the S–G ﬁlter.
5 Conclusions
In this paper, we show how digital signal processing
methods can be used to extract noisy signals from in single
particle impedance micro-cytometry. The correlation
method can be used to identify and count events where the
SNR is already good, as in a system with lock-in ampliﬁ-
ers. For a noisy environment/measurement system (e.g.
MLS), the ALE removes the noise, improving the SNR of
the system by about 20 dB. After ﬁltering, the correlation
method can be subsequently applied to the ﬁltered data
stream to indentify/count the ﬂowing particles. The supe-
riority of the adaptive ﬁltering method over the commonly
used Savitzky–Golay method has been demonstrated in
terms of the inherent stability and improved performance.
The ALE method is expected to ﬁnd applications for
detection of weak signals in a number of areas of bio-
technology and biomedicine.
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